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The need to establish conditions for safe 
irradiation was noted in Poland back in 
1986 in the Atomic Law, but for over 16 
years no regulations regarding this as- 
pect were passed. The radiological inci- 
dent in Bialystok (Poland) in 2001 un- 
deniably accelerated the implementation 
of new legal regulations. Nevertheless, 
in the absence of national guidelines un- 
til 2002, most health care institutions re- 
sorted to the quality management sys- 
tem (QMS) model proposed by the ISO 
norm 9001:2000. Eventually, practice 
proved the theory and the aforemen- 
tioned model was also implemented into 
Polish acts of law defining basic re- 
quirements for QMS in radiotherapy. 
The aim of this work is to review current 
national regulations regarding QMS in ra- 
diotherapy, in particular those refer- 
ring to standard procedures, the estab- 
lishment of a commission for procedures 
and performance of external and inter- 
nal clinical audits in oncological radio- 
therapy, as well as to present the process 
of their implementation into the practice 
of health care institutions. 

Key words: clinical audit, standard pro- 
cedures, commission for procedures and 
external clinical audits in oncological ra- 
diotherapy in Poland. 
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Introduction 

Prerequisites and origins of the quality management system 
in Polish radiotherapy 

Quality has become a matter of great importance for many health care in- 
stitutions, particularly in the context of adverse events and technical failures 
caused by inaction or negligence in the field of quality assurance [12]. Only 
then do the important components of quality management, such as sufficient 
resources (material, human, IT), process monitoring, work standardisation, sys- 
tematic and planned control and measurements, personnel's competences 
and responsibilities, a process-oriented approach to actions taken, correct and 
eligible records (evidence of work done) [17, 18] and documentation (instructions 
and working procedures), become essential for proper functioning of an or- 
ganisation [16]. Reports of the International Atomic Energy Agency (IAEA) [8, 
9, 11, 13-15] also indicate that all radiotherapy-related radiation incidents, es- 
pecially the most dangerous ones involvingfatal casualties, like those in San 
Jose 1 or GoianP were directly caused by failures of legislative, organisational 
and technical nature and, above all, by faults resulting from ignoring elementary 
requirements and standards set to ensure a set irradiation and radiological 
protection. 

The incident in Biatystok [22], which took place in February 2001, was an- 
other event to make the state authorities (Ministry of Health, National Atom- 
ic Energy Agency) and heads of units applying accelerators and cobalt machines 
in radiotherapy realise the gravity of the problem and the need to adapt their 
units to the applicable quality standards with regard to radiological safety. This 
was especially the case because the obligation to develop and implement qual- 
ity assurance programmes, understood as a system of actions taken to guar- 



llnternational Atomic Energy Agency (IAEA). Accidental Overexposure of Radiotherapy Patients in San Jose, 
Costa Rica. Vienna, IAEA, 1998. In July 1997, the authorities of Costa Rica requested the IAEA to assess 
the radiation accident which occurred in the San Juan de Dios hospital in San Jose causing 115 patients 
treated with cobalt-60 in the period from 22 August 1996 to 27 September 1996 to be irradiated with 
an excessive radiation dose exceeding the set value by around 50-60%. The accident was directly caused 
by an error in dose calculations during the calibration of a newly installed source, 
international Atomic Energy Agency (IAEA). The Radiological Accident in Goiani. Vienna, IAEA, 1988. In 
1985, a private institute of radiotherapy, Institute Goiano de Radioterapia in Goiania, Brazil, transferred 
a cobalt-60 machine to new premises while moving to a new location, but left behind a therapeutic cae- 
sium-137 machine unattended in the old abandoned building, without notifying competent authorities 
of that fact. In consequence, two unauthorised persons, who did not realise what the apparatus served 
for, considered it to be metal scrap of some value, removed the source from the head of the machine 
and took it home for further disassembly. They ripped the cover of the source off causing contamina- 
tion of the environment (including uncontrolled irradiation of a number of people). The remnants of the 
source were sold to a scrap yard owner who noticed that the material glowed blue in the dark. From 
the time the source was brought to the scrap yard, many people came to see the phenomenon. Pieces 
of the source, the size of rice grains, were handed over to members of several families. As a consequence 
of the whole event, four people died within four weeks following their admission to hospital, and 112,000 
people were taken for examination, of whom 249 were found to show various levels of external or in- 
ternal radioactive contamination. 
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antee a required level of radiological safety and efficiency of 
the radiotherapy treatment process, was explicitly set out back 
in 2000 inter alia in Article 7(2) of the Nuclear Law Act of 29 
November 2000, the International Basic Safety Standards 
for Protection against Ionizing Radiation and for the Safety 
of Radiation Sources [10], European Council Directive 97/43 
and EURATOM Directive 96/29 [6]. 

27 February 2001 saw a failure of the Neptun 10P accel- 
erator manufactured in 1983 and modernised in 1993. It was 
caused by a voltage drop. As similar events were reported 
to have taken place in the past without having any impact 
on the radiation beam (records in the existing control doc- 
umentation had not been kept regularly, so there was no re- 
liable and complete evidence to confirm any interim or on- 
going control of the irradiator parameters) the treatment was 
continued when the voltage returned to normal. This resulted 
in overexposure of radiation due to the absence of an emer- 
gency procedure to follow in such a case. This way, five fe- 
male patients were overexposed. The fourth of them reported 
a burning sensation to her attending doctor and was referred 
for additional treatment. Her tests revealed a radiation-in- 
duced reaction, which was accounted for by the cumulative 
effect of earlier therapies. To be certain, the fifth patient was 
examined before the exposure and no signs of early radia- 
tion-induced reaction were found. Then, she was irradiated 
with a planned fraction dose and re-examined. The patient 
was found to develop a weakly expressed erythema, a dry 
skin reaction. For that reason, despite the accelerator's con- 
trol panel continuing to indicate correct parameters, a de- 
cision was taken to switch the apparatus off [1,2]. 

Following that event, in March 2001, the Quality Assur- 
ance Section of the Polish Society of Oncological Radiotherapy 
organised a conference and workshops for representa- 
tives of all Poland's radiotherapy units in order to provide them 
with recommendations on safe application of radiotherapy 
and requirements concerning development of therapeutic 
protocols for radiological procedures. 

Similar was the reaction of the Institute for Nuclear Prob- 
lems (ZDAJ) in Swierk (the manufacturer of Neptun 10P ac- 
celerators). In March 2001, all oncological units that used ra- 
diotherapy involving accelerators of the types 10P, 10PC, 
Co-Line and Co-Line PC were provided with a ZDAJ adviso- 
ry note indicating the need to: (a) follow specific procedures 
regarding operation, maintenance, adjustment and calibration 
of medical accelerators; (b) adhere to requirements contained 
in user manuals and safety instructions for patients and op- 
erating staff; (c) document controls of safety systems per- 
formed according to the manufacturer-recommended sched- 
ule; (d) document all types of technical service, calibration, 
adjustment and maintenance; (e) limit the operating staff 
to persons holding certificates issued by the manufacturer; 
and most importantly (f) implement the Quality Assurance 
Programme from 1 January 2002 [19]. 

The National Atomic Energy Agency prepared in turn 
a checklist, whereby it obliged most units using medical ex- 
posure to draw up therapeutic protocols in radiotherapy and 
equipment quality assurance procedures and instructions, 
as well as to carry out interim controls of irradiators, mea- 
suring equipment, etc. 



Unfortunately, the manufacturer indications or the rec- 
ommendations of the Scientific Society and the National 
Atomic Energy Agency were not a sufficient instrument to 
enforce implementation of the quality management system 
in radiotherapy. 

Therefore, the Ministry of Health took the following mea- 
sures: 

L The National Consultant for Oncological Radiotherapy was 
ordered to develop a Framework Multiannual Project (to 
2010) underthe Government Research and Implementa- 
tion Programme to improve the quality and availability of 
medical services provided with the use of ionising radia- 
tion, including radiological protection of patients and 
staff, comprising information on the condition of Polish ra- 
diotherapy, demands of oncological centres, and staff ed- 
ucation and training, as well as development plans in the 
area of radiotherapeutic infrastructure, modernisation and 
replacement of equipment; 

2. An expert team for implementation of the EURATOM Di- 
rective 97/43 on health protection of individuals against 
the dangers of ionising radiation in relation to medical ex- 
posure was appointed by the Ordinance of the Minister 
of Health of 16 November 2001 [38]. The team's efforts led 
to the development and entry into force of the Ordinance 
of 24 December 2002 on rules for safe application of ion- 
ising radiation for medical exposure and methods for in- 
ternal controls of compliance with those rules, Journal of 
Laws, No. 241, item 2098 [25]. 

The Ministry of Health Ordinance of 24 December 2002 
was the first legal measure to introduce the obligation to im- 
plement and certify quality management systems (QMS) in 
health care institutions applying ionising radiation (i.e. in the 
area of radiotherapy, X-ray diagnostics, and nuclear medicine). 
Pursuant to that ordinance, health institutions were oblig- 
ed to develop and implement QMS by 31 December 2004 and 
to certify it by 31 December 2005. 

Furthermore, in 2002 a series of ordinances were adopt- 
ed [23-35] to regulate many aspects of issues raised in the 
EURATOM Directive 97/43, EURATOM Directive 90/641 [5] and 
EURATOM Directive 96/29. 

These were developed as Poland's accession to the Eu- 
ropean Union (May 2004) required Polish law to be har- 
monised with that of the EU by adopting regulations to con- 
stitute a basis for meeting those requirements [23, 26-35] 
and to create an operating system for their practical im- 
plementation into medical practice [3,4,36]. The requirements 
also arose from the Nuclear Law Act adopted by the Polish 
Parliament on 29 November 2000 [37], whose successive 
revisions (2004, 2006, 2008 and 2009) required health care 
institutions performing procedures or treatment involving 
radiotherapy, nuclear medicine, interventional radiology and 
X-ray diagnostics to undertake actions aimed at preventing 
medical radiation accidents, perform controls of the radio- 
logical equipment and external and internal clinical audits, 
as well as to implement quality management systems (Ar- 
ticle 33(c)(7)). The Nuclear Law Act of 2000, as mentioned 
before, introduced only the obligation to develop and im- 
plement a quality assurance system understood as a pro- 
gramme of actions ensuring the fulfilment of specific radi- 
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ological protection and nuclear safety requirements (Arti- 
cle 7(2)). 

On 25 August 2005, the Ministry of Health published an- 
other ordinance concerning safe application of ionising ra- 
diation for all types of medical exposure taking into account 
the revised requirements of the Nuclear Law Act of 2004. 
That ordinance regulated in great detail the issue of 
a quality management system in units using ionising ra- 
diation for medical purposes, in particular with regard to rules 
for keeping medical documentation of the radiation process, 
external and internal clinical audits, controls of radiological 
equipment physical parameters, rules of conduct in case of 
radiological events and rules for implementation and main- 
tenance of QMS in radiotherapy. This implementing act re- 
pealed the ordinance of 24 December 2002. Its last revision 
was adopted quite recently, that is on 18 February 2011. The 
ordinance introduces some significant changes, the most 
important of them being the fact of further extension in time 
(2014) for the obligation to develop model and working pro- 
cedures. 

Aim of the study 

The aim of this study is to review applicable legal regu- 
lations with regard to the quality management system in ra- 
diotherapy, in particular the regulations concerning model 
procedures, appointment of a committee for model proce- 
dures and external clinical audits in radiotherapy, and the per- 
formance of clinical audits along with the process of their 
implementation into medical practice of health care units. 

Material and methods 

Materials used in this study included the following legal 
and official documents: Nuclear Law Act of 12 March 2004 
(Journal of Laws from 2004, No. 70, item 632); Nuclear Law 
Act of 24 February 2006 (Journal of Laws from 2006, No. item 
378); Ministry of Health Ordinance of 25 August 2005 and 
18 February 2011 on safe application of ionising radiation for 
all types of medical exposure under Article 33(c)(9) of the Act 
of 29 November 2000 - Nuclear Law (Journal of Laws from 
2004, No. 61, item 1689 and No. 173 item 1808); Ministry of 
Health Ordinance of 2 February 2007 on detailed requirements 
for the for and content of model and working radiological med- 
ical procedures (Journal of Laws from 2007, No. 24, item 161); 
official letter of the Ministry of Health Public Health De- 
partment ref. No. MZ-ZPS-078-5762-I/RJ/06 of 15 December 
2006. 

Results 

The process of transposition of Community 
directives into the national law and 
implementation of national regulations into the 
practice of health care institutions using ionising 
radiation for medical purposes 

The need to establish conditions of safe irradiation was 
noted in Poland back in 1986, as reflected in the Nuclear Law 
Act, but it was not until 2002 (that is nearly 16 years later) 
that the first implementing acts were published to that Act 
in order to regulate the issue. Thus, the absence of good prac- 



tice and low awareness of the public caused this important 
matter to be largely neglected. Only a few of the health care 
institutions using ionising radiation for medical purposes de- 
cided to take quality-oriented actions based mainly on rec- 
ommendations from scientific associations, such as the AAPM 
(American Association for Physicists in Medicine) or ESTRO 
(European Society for Therapeutic Radiation and Oncology), 
and international organisations such as WHO (World Health 
Organization), IAEA (International Atomic Energy Agency) or 
OECI (Organization of European Cancer Institutes). 

In 1988, the World Health Organization (WHO) published 
its first guidelines for implementation of a quality assurance 
programme in radiotherapy. The WHO programme was the 
first one to take any actions in this area and became a ref- 
erence document for development of European guidelines 
in this respect, which, however, did not happen until near- 
ly ten years later, when such guidelines were finally adopt- 
ed in 1997: the Council Directive 97/43/EURATOM on health 
protection of individuals against the dangers of ionising ra- 
diation in relation to medical exposure. 

The example set by WHO was followed by the Interna- 
tional Atomic Energy Agency which, in 1996, published its 
standards of radiological protection and safety providing for 
development and implementation of a quality assurance pro- 
gramme in institutions applying radiation for medical pur- 
poses. Although it was not a binding instrument, judgingfrom 
the similarity of the provisions of the Council Directives 
96/29/EURATOM and 97/43/EURATOM, published a little lat- 
er, those acts were partly based on its content. 

Directive 97/43/EURATOM is the first European legal act 
to require health care units applying ionising radiation for med- 
ical purposes to implement quality assurance and control pro- 
grammes and the first one to establish the obligation to con- 
duct clinical audits. 

Nevertheless, until 2000 no significant changes were in- 
troduced to the Polish legislation as regards legal regulation 
of the issues related to good and safe practice in applying 
ionising radiation in radiotherapy. 

In 2000, in view of the forthcoming accession to the EU 
(May 2004), the Polish Nuclear Law Act was revised and the 
obligation to implement quality assurance programmes in 
institutions offering ionising radiation for medical purpos- 
es was introduced, but exclusively in the field of radiologi- 
cal protection and safety. 

Until 2002 (i.e. until the publication of implementing in- 
struments for the Nuclear Law Act of 2000) health care in- 
stitutions did not have any substantial tools, quality stan- 
dards (regarding infrastructure, equipment, human resources, 
therapeutic protocols, documentation, etc.) or guidelines for 
implementation of quality management programmes or sys- 
tems. 

Poland was not the only country to be confronted with 
this problem. Most Member States, in spite of their legal oblig- 
ation to implement the provisions of the above-mentioned 
directives by 13 May 2000, have not completed the trans- 
position process with regard to practical and detailed guide- 
lines for the quality assurance and control programmes (main- 
ly recommended clinical audits) in radiotherapy, in most cases 
leaving the task to scientific associations and non-govern- 



Quality management system in radiotherapy in the light of regulations applicable in Poland 



143 



mental organisations 3 . After all, the directives set only gen- 
eral directions for safe application of ionising radiation for 
medical purposes. 

In Poland, legislative works were most certainly acceler- 
ated by the above-mentioned radiation accident in Biatys- 
tok (2001). However, in the absence of national guidelines 
on quality management, most health care institutions fol- 
lowed the model provided by the PN-EN ISO 9001:2001 stan- 
dard. The general nature and free interpretation of the stan- 
dard made it possible to apply within any organisational 
structure, including in units offering ionising radiation for med- 
ical purposes, although its industrial terminology often made 
it difficult for the model proposed to be adapted to the pur- 
poses of health service. Therefore, guidelines worked out by 
scientific associations and international organisations, such 
as ESTRO, OECI and AAPM, played a vital role in the adap- 
tation process as they were also to a large extent based on 
the requirements of ISO 9001:2000 and appropriately in- 
terpreted for the purposes of health care units. 

Eventually, theory gave way to practice and the model was 
used also in Polish legal acts (Ministry of Health Ordinance 
of 24 December 2002) establishing basic requirements for 
quality management systems with regard to medical services 
involving ionising radiation. 

In 2004, the Nuclear Law Act was revised due to inaccu- 
racies and disparities between the existing Nuclear Law Act 
of 2000 and its implementing instruments and because some 
of the requirements of the EURATOM Directives had been 
omitted, e.g. the obligation to implement QMS in institutions 
applying ionising radiation for medical purposes, perform clin- 
ical audits, provide practical and theoretical staff training in 
radiological practices, establish a national register of equip- 
ment emitting ionising radiation, develop written working 
equipment protocols, draw up standard medical radiologi- 
cal procedures, and specify the process of dose optimisation. 

The Nuclear Law Act of 2004 strengthened some other 
provisions that had been introduced by the 2002 Nuclear Law 
Act based exclusively on implementing regulations, includ- 
ing rules for radiological protection of non-operating staff, 
quality management system requirements, conditions for 
granting authorisations to perform activities involving ex- 
posure to ionising radiation, rules for appointing radiologi- 
cal protection officers, rules applicable to supervised and con- 
trolled areas, ionising protection dose limits, and rules for 
applying ionising radiation for medical purposes. 

The Nuclear Law Act of 2004 also introduced some new 
regulations, i.e. the obligation to obtain permission from the 
Minister of Health to perform activities involving medical ex- 



posure to ionising radiation by providing medical services in 
the area of oncological radiotherapy, the appointment by the 
Minister of Health of the Committee for Procedures and Ex- 
ternal Clinical Audits in the areas of Oncological Radiother- 
apy, Nuclear Medicine, Radiology- Diagnostic Imaging and 
Interventional Radiology, and the establishment by the 
Minister of Health of the National Centre of Radiological Pro- 
tection in Health Care. Already regulated are the issues con- 
nected with the Minister of Health's authorisation for pro- 
vision of medical services in oncological radiotherapy and the 
establishment by the Ministry of Health of the National Cen- 
tre of Radiological Protection in Health Care, while the oth- 
er provisions of the Act, although introduced under imple- 
menting legal instruments, remain 'dead'. 

On 25 August 2005, taking into account the revised pro- 
visions of the Nuclear Law Act of 2004, the Ordinance on rules 
of safe application of ionising radiation for all types of med- 
ical exposure was published with the intention to address 
the inaccuracies and disparities contained in the Ordi- 
nance of 24 December 2002. 

The fact is that most provisions of the Ordinance of 24 
December 2002 concerning requirements for quality man- 
agement and control systems not only failed to be used in 
the everyday practice of institutions applying medical ex- 
posure (which applied inter alia to clinical audits; internal and 
external audits of procedures under the quality control sys- 
tem; implementation of the OMSR document [Quality 
Management System in Radiotherapy]; validation of thera- 
py plans by two doctors; double check on irradiation sheets 
made once a week by two doctors), but were also incorrectly 
formulated in the context of the theory of organisation and 
management. Irregularities included the following: 

a) the Ordinance provided for development of a document 
under the name of Quality Management System in Radio- 
therapy. However, a system is not a document but a set of 
correlated or interacting elements (processes). Documents 
are procedures and instructions. Records are the evidence 
of our daily work, etc. A document of this type, determining 
goals and tasks of a radiation facility, radiation therapy pro- 
cedures and stages, forms and methods of their supervision, 
and responsibilities of persons in charge of their imple- 
mentation, should be called a Quality Book. 

b) The Ordinance provided for the obligation to draw up 
procedures in the form of instructions. A procedure is 
a way to carry out an action or a process (e.g. treatment) spec- 
ifying where, by whom, when and why an action is performed, 
e.g. the conformal radiotherapy procedure or internal audit 
procedure. An instruction is precise information or guidance 



3Under the project Clinical AUD Contract N TREN/07/NUCL/S07.71512 - European Guidance on Clinical Audit for Medical Exposure 2007-2009, financed by the Eu- 
ropean Commission's funds, a survey was conducted with 67 representatives of European societies of oncological radiotherapy. The objective of the survey was to 
check the degree of compliance of national laws in particular Member States with the requirements of the Council Directive 97/43/EURATOM and the degree of 
implementation and maintenance of quality management systems in radiotherapy. The responses obtained showed that most of the countries had only recently 
(within the last 2-3 years) regulated issues related to conditions for applying ionising radiation for medical purposes by implementing the provisions of Directive 
97/43/EURATOM. While most of the countries have generally implemented the requirements of the directive, such aspects as the scope of clinical audit, the method 
of audit, composition of an auditing team, a QMS model in radiotherapy, the scope of systemic documentation, etc. are yet to be incorporated into the operating 
practice of institutions applying radiotherapy. Most of the respondents confirmed that clinical audits, if performed, had not been in any way decisive as to autho- 
risations to provide radiotherapeutic medical services. The responsibility for regular controls of radiotherapy institutions is still held by public authorities. In some 
Member States (incl. Poland, the Czech Republic, the Netherlands) legal regulations are complemented with recommendations from scientific associations, the aca- 
demic community or accreditation institutions. Most European health care institutions have implemented quality management systems based on the requirements 
of ISO 9001:2000. Implementation of the directive's provisions is still in progress and in most cases managed by working groups appointed by respective Ministries 
of Health or National Atomic Energy Agencies. 
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on how to perform a specific action, determining the way 
in which a specific action should be done, e.g. equipment op- 
erating instruction or instruction for room decontamination 
following radioactive pollution. 

c) According to the Ordinance the OMSR should be up- 
dated. In fact it is the documentation that should be updated, 
whereas the system should be improved. 

Furthermore, system requirements were set out selectively, 
with focus limited to certain aspects of a radiotherapy unit 
and a radiotherapy procedure. The requirements were not 
homogeneous in nature and formed a set of selected 
guidelines concerning mainly therapy planning and per- 
forming rather than indicating particular organisational, clin- 
ical and physico-technical issues. 

Most Polish radiotherapy units have performed neither 
the clinical audits required by the Ordinance (clinical audits 
being the only concept defined by the Ordinance) nor external 
and internal quality control system audits. The main reason 
for that is the lack of practical and formal instructions as to 
methods of such audits. No transition period was set for im- 
plementation of the audits, and no rules provided for their 
frequency or composition of auditing teams (Minister of 
Health's responsibility), reporting, or legal and formal con- 
sequences in case of a failure to perform audits or non-con- 
formities found during such audits. Many of these issues are 
yet to be resolved. 

In view of the above, units that had implemented and cer- 
tified QMS had their internal and external audits on a peri- 
odical basis only, as required by relevant certification bod- 
ies (e.g. LROA, TUV, DEKRA, PCBC). 

Most institutions applying ionising radiation for medical 
purposes, in order to meet the requirement laid down in the 
Ordinance in question, have implemented and certified a QMS 
based on PN-EN ISO 9001:2001 pursuant to §9.1. of the Or- 
dinance rather than the Radiotherapy Management and Qual- 
ity Control System pursuant to Annex 13 thereto. 

The Ordinance of 28 August 2005 did regulate some mat- 
ters related to safe application of ionising radiation in med- 
icine, organisation of work in units offering ionising radia- 
tion therapy, as well as implementation and maintenance 
of a quality management system in radiotherapy, but as was 
the case with earlier versions, many of its provisions remained 
'dead', which gave rise to the need for yet another revision. 

It needs to be pointed out that reports of international or- 
ganisations, such as WHO, IAEA, OECI and EORTC, have played 
a very important role in raising awareness on radiotherapy 
quality and prompting European laws in the area of ionis- 
ing radiation for medical exposure. 

In addition, owingto Poland's accession to the EU and the 
transposition of EU regulations into the Polish legal system, 
the national laws, unusually detailed as they are, correspond 
to the EU legislation, although it had taken a long time (20 
years) and much work for them to be proposed, revised and 
adopted. 

The legal regulations applicable as of March 2010 set out 
very detailed requirements for a quality management sys- 
tem, rules for appointment by the Minister of Health of the 
Committee for Procedures and External Clinical Audits in the 
areas of Oncological Radiotherapy, Nuclear Medicine, Radi- 
ology-Diagnostic Imaging and Interventional Radiology, and 



the establishment by the Minister of Health of the Nation- 
al Centre for Radiological Protection in Health Care 
(http://www.kcor.gov.pl/), as well as imposing the require- 
ment to perform internal clinical audits not later than by De- 
cember 2006 and to have an external clinical audit performed 
by December 2009. Not all of those regulations, however, have 
been applied in practice: 

1. Members of the Committee for Procedures and Exter- 
nal Clinical Audits were appointed four years after the pub- 
lication of the Ordinance setting out the obligation to form 
such a committee, that is on 21 January 2009, probably fol- 
lowing an NIK (Supreme Control Camber) control of the Na- 
tional Cancer Control Programme for 2006-2015 which re- 
vealed the non-compliance. The task of appointing the 
Committee and setting a schedule of its actions was assigned 
by the Minister of Health to the Chief Sanitary I nspector (CSI). 

2. As a result, the Committee's assignment of drawing up 
model radiological procedures for legitimate medical expo- 
sures, which in turn form the basis for working radiological 
procedures to be prepared by health care institutions, has 
not been completed so far. What is more, the revision of the 
Ministry of Health Ordinance of 18 February 2011 on rules of 
safe application of ionising radiation for all types of medical 
exposures provides for this objective to be achieved by 31 
December 2014, thus extending its completion by a further 
four years. According to the Committee, it was possible only 
for procedures of utmost importance for patients' safety to 
be developed by the end of 2010 (four of them have been 
developed so far: regarding whole body irradiation, intra- 
operative brachytherapy, intraoperative radiation therapy, and 
total skin electron radiotherapy), mainly because of the oblig- 
ation to begin clinical audits by 2011 (which are anyway de- 
layed by three years, as the Minister of Health Ordinance of 
2005 provides for them to be carried out by 2009). 

3. Those circumstances have so far prevented internal and 
external clinical audits from being performed in health care 
institutions, as clinical audits mainly involve assessment of 
radiological working procedures in terms of their compliance 
with model procedures. The aim of an audit is to evalu- 
ate/review an institution (radiological equipment and med- 
ical procedures it uses) based on accepted rules and standards 
derived from international, national and local regulations, as 
well as on guidelines from scientific associations. 

With practical guidelines on the quality management sys- 
tem in radiotherapy absent for many years (since 2002), most 
institutions applying ionising radiation for medical purpos- 
es have implemented and certified QMS based on the PN- 
EN ISO 9001:2000 standard (current PN-EN ISO 9001:2009), 
including appropriate, self-developed basic and auxiliary pro- 
cedures, and thus conduct their QMS internal and external 
audits in line with that standard. 

In conclusion: if all the provisions of applicable imple- 
menting acts are put into effect and the Ministry of Health 
provides the Committee for Procedures and External Clini- 
cal Audits and health care institutions with appropriate mea- 
sures and tools to implement them, such acts may be con- 
sidered to be a good source not only of quality standards but 
also of practical solutions for quality assurance and control 
in radiotherapy. Worth underlining is also the fact that none 
of the EU countries has legal regulations at this level of de- 
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tail. Most regulated matters fall into the scope of so-called 
rules of good practice published by scientific associations in 
the form of recommendations. The role of the state, following 
the example of the EU, is to adopt framework regulations and 
ensure logistic and financial support for scientific associa- 
tions or expert groups responsible for developing ade- 
quate guidelines. 

In 2009, the European Commission supplemented the Di- 
rective 97/43/EURATOM with Radiation Protection No. 159 
European Commission Guidelines on Clinical Audit for Med- 
ical Radiological Practice (diagnostic imaging, nuclear med- 
icine and radiotherapy) Directorate-General for Energy and 
Transport Directorate H - Nuclear Energy Unit H.4 - Radia- 
tion Protection 2009. The task of developing the guidelines 
was contracted by the European Commission through 
a tender procedure and financed by EC funds under the con- 
tract N TREN/07/NUCL/S07. 71512. The contract was award- 
ed to an interdisciplinary team of international experts: 

• Hannu Jarvinen - project coordinator from the Radiation 
and Nuclear Safety Authority (STUK), Helsinki, Finland 

• Seppo Soimakallio, Tuija Wigren, Tiit Koobi from Tampere 
University Hospital (TAUH), Tampere, Finland 

• Julian Malicki, Hana Stankusova, Mary Coffey, Marta Bogusz- 
Czerniewicz representing the European Society for Thera- 
peutic Radiology and Oncology (ESTRO), Brussels, Belgium 

• Johannes Nischelsky representing the General Medical Coun- 
cil Westfalia-Lippe, Munster/Westfalen, Germany 

• Andrew Hilson representing BNMS, London, United Kingdom 

• Gendrutis Morkiinas from the Radiation Protection Centre, 
Vilnius, Lithuania, and 

• Eliseo Vano (Spain), Adrian Dixon (UK), Andras Vargha (Hun- 
gary), Pierre Scalliet (Belgium), Vincenza Viti (Italy), Paivi 
Wood (Finland), Lorenzo Maffioli (Italy), Joanna Izewska, IAEA 
(Austria). 

The solution proposed by the European Commission is 
a good example of how the mandate to define rules of good 
practice in a specific area can be delegated to scientific as- 
sociations/expert teams. 

A similar pattern was followed at the national level where 
the task of developing model procedures and national 
guidelines for clinical audits was assigned to the Commit- 
tee for Procedures and External Clinical Audits made up by 
Polish experts in radiotherapy, nuclear medicine and diag- 
nostic imaging. By a decision of the Minister of Health, works 
of the Committee are directly coordinated and supervised 
in terms of organisation and administration by the Nation- 
al Centre for Radiological Protection (NCRP) in Health Care. 
The works, although quite recently started - in 2010 com- 
mittee members were appointed, in 2011 guidelines for ex- 
ternal audits were drawn up, and conditions for development 
of model procedures were set - should not be postponed as 
is proposed by the latest revision of the Ordinance of 18 Feb- 
ruary 2011 on rules for safe application of ionising radiation 
for medical purposes. Prolongingthe implementation of mea- 
sures aimed at developing model procedures and, conse- 
quently, institutional (working) procedures by a further four 
years (until 2014) is by no means justified, particularly con- 
sideringthatthe guidelines ordered by the NCRP have already 
been completed and the deadline for internal and external 



clinical audits has remained unchanged (in the light of ap- 
plicable legal regulations, health care institutions should have 
conducted their internal clinical audits by December 2006, 
and external and dosimetric audits by December 2009). 
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